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Sample Summary
Client: Encina Wastewater Authority Job ID: 440-238533-1
Project/Site: EWA Pellets April

Lab Sample ID Client Sample ID Matrix Collected Received
440-238533-1 EWA Pellets Solid 04/11/19 07:15  04/11/19 18:20
440-238533-2 EWA Cake Solid 04/11/19 07:16  04/11/19 18:20

Eurofins TestAmerica, Irvine
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Case Narrative

Client: Encina Wastewater Authority Job ID: 440-238533-1
Project/Site: EWA Pellets April

Job ID: 440-238533-1
Laboratory: Eurofins TestAmerica, Irvine

Narrative

Job Narrative
440-238533-1

Comments
No additional comments.

Receipt
The samples were received on 4/11/2019 6:20 PM; the samples arrived in good condition, properly preserved and, where required, on ice.
The temperature of the cooler at receipt was 1.4° C.

HPLCI/IC
No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

Metals

Method(s) 6010B: The matrix spike / matrix spike duplicate (MS/MSD) recoveries of Antimony and Zinc for preparation batch 440-542032
and analytical batch 440-542377 were outside control limits. Sample matrix interference and/or non-homogeneity are suspected
because the associated laboratory control sample (LCS) recovery was within acceptance limits.

Method(s) 6010B: The matrix spike duplicate (MSD) recoveries and precision of Lead for preparation batch 440-542032 and analytical
batch 440-542377 were outside control limits. Sample matrix interference and/or non-homogeneity are suspected because the
associated laboratory control sample (LCS) was within acceptance limits.

Method(s) 6010B: The post digestion spike % recovery for Zinc associated with batch 440-542377 was outside of control limits.

Method(s) 6010B: The continuing calibration blank (CCB) for 440-542377 contained Molybdenum and Antimony above the method
detection limit (MDL). This target analyte concentration was less than the reporting limit (RL).(CCB 440-542377/25)

Method(s) 6010B: The continuing calibration blank (CCB) for 440-542377 contained Molybdenum above the method detection limit (MDL).
This target analyte concentration was less than the reporting limit (RL).(CCB 440-542377/37) and (CCB 440-542377/49)

Method(s) 7471A: The matrix spike / matrix spike duplicate (MS/MSD) recoveries for preparation batch 440-541005 and analytical batch
440-541210 were outside control limits. Sample matrix interference is suspected because the associated laboratory control sample
(LCS) recovery was within acceptance limits.

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

General Chemistry

Method(s) 9045C: Sample 440-238533: The Sample was prepared by using 20g of sample and 40ml of Reagent Grade Water (RGW).
Per SOP, soil samples must be prepared by weighing out 20g of sample and adding 20ml RGW (1:1 ratio). The sample absorbed the
initial 20ml of Reagent Grade Water; therefore an additional 20ml were added.

EWA Pellets (440-238533-1)

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

Eurofins TestAmerica, Irvine
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Client Sample Results

Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

Job ID: 440-238533-1

Client Sample ID: EWA Pellets
Date Collected: 04/11/19 07:15

Lab Sample ID: 440-238533-1
Matrix: Solid
Percent Solids: 93.5

Date Received: 04/11/19 18:20

Method: 9056 - Anions, lon Chromatography - Soluble

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Nitrate as N 3.8 1.2 0.86 mg/Kg 3 04/23/19 17:57 1
Nitrite as N 2.2 1.6 1.2 mg/Kg kS 04/23/19 17:57 1
Method: NO3NO2 Calc - Nitrogen, Nitrate-Nitrite
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Nitrate Nitrite as N 6.0 1.0 1.0 mg/Kg o 04/24/19 14:19 1
Method: 6010B - Metals (ICP)
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Antimony ND 11 5.4 mg/Kg T 04/23/1912:26  04/24/19 12:58 5
Arsenic 4.3 3.2 1.6 mg/Kg T 04/23/1912:26  04/24/19 12:58 5
Barium 220 1.6 0.81 mg/Kg % 04/23/1912:26  04/24/19 12:58 5
Beryllium ND 0.54 0.27 mg/Kg T 04/23/1912:26  04/24/19 12:58 5
Cadmium 0.71 0.54 0.27 mg/Kg 0 04/23/19 12:26  04/24/19 12:58 5
Chromium 20 1.1 0.54 mg/Kg T 04/23/19 12:26  04/24/19 12:58 5
Cobalt ND 1.1 0.54 mg/Kg % 04/23/1912:26  04/24/19 12:58 5
Copper 380 22 1.2 mg/Kg 0 04/23/1912:26  04/24/19 12:58 5
Lead 18 J 2.2 1.1 mg/Kg % 04/23/1912:26  04/24/19 12:58 5
Molybdenum 7.4 22 1.1 mg/Kg % 04/23/19 12:26  04/24/19 12:58 5
Nickel 13 22 1.1 mg/Kg 0 04/23/19 12:26  04/24/19 12:58 5
Selenium 7.4 3.2 1.8 mg/Kg T 04/23/1912:26  04/24/19 12:58 5
Thallium ND 11 5.4 mg/Kg % 04/23/19 12:26  04/24/19 12:58 5
Vanadium 20 1.1 0.54 mg/Kg 0 04/23/19 12:26  04/24/19 12:58 5
Zinc 690 54 2.7 mg/Kg 0 04/23/1912:26  04/24/19 12:58 5
Silver 3.2 1.6 0.96 mg/Kg % 04/23/19 12:26  04/24/19 12:58 5
Method: 7471A - Mercury (CVAA)
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Mercury 1.0 0.21 0.13 mg/Kg . 704/20/19 11:09  04/20/19 21:20 10
General Chemistry
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Total Kjeldahl Nitrogen 63000 9500 7100 mg/Kg 7 04/16/19 13:49  04/19/19 17:27 100
Percent Solids 93.5 0.1 0.1 % 04/15/19 21:21 1
Total Solids 93 0.050 0.050 % 04/18/19 21:58 1
Ammonia (as N) 1600 260 53 mg/Kg % 04/17/19 04:00  04/17/19 07:00 1
General Chemistry - Soluble
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
pH 7.4 HF 0.1 0.1 SU B 04/15/19 18:41 1
Client Sample ID: EWA Cake Lab Sample ID: 440-238533-2
Date Collected: 04/11/19 07:16 Matrix: Solid
Date Received: 04/11/19 18:20 Percent Solids: 21.4
Method: 9056 - Anions, lon Chromatography - Soluble
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Nitrate as N ND 5.2 3.8 mg/Kg = 04/23/19 19:40 1
Nitrite as N ND 71 5.2 mg/Kg 5t 04/23/19 19:40 1
Eurofins TestAmerica, Irvine
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Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

Client Sample Results

Job ID: 440-238533-1

Client Sample ID: EWA Cake
Date Collected: 04/11/19 07:16
Date Received: 04/11/19 18:20

Lab Sample ID: 440-238533-2

Matrix: Solid
Percent Solids: 21.4

Method: NO3NO2 Calc - Nitrogen, Nitrate-Nitrite

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Nitrate Nitrite as N ND 1.0 1.0 mg/Kg o 04/24/19 14:20 1
Method: 6010B - Metals (ICP)
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Antimony ND 47 23 mg/Kg 04/2311912:26  04/24/19 12:56 5
Arsenic ND 14 7.0 mg/Kg % 04/23/1912:26  04/24/19 12:56 5
Barium 290 7.0 3.5 mg/Kg % 04/23/1912:26  04/24/19 12:56 5
Beryllium ND 23 1.2 mg/Kg ¥ 04/23/1912:26  04/24/19 12:56 5
Cadmium ND 23 1.2 mg/Kg % 04/23/1912:26  04/24/19 12:56 5
Chromium 22 4.7 2.3 mg/Kg % 04/23/1912:26  04/24/19 12:56 5
Cobalt ND 4.7 2.3 mg/Kg 0 04/23/1912:26  04/24/19 12:56 5
Copper 380 9.4 5.1 mg/Kg % 04/23/1912:26  04/24/19 12:56 5
Lead 51 J 9.4 4.7 mg/Kg % 04/23/1912:26  04/24/19 12:56 5
Molybdenum 6.6 J 9.4 4.7 mg/Kg ¥ 04/23/1912:26  04/24/19 12:56 5
Nickel 14 9.4 4.7 mg/Kg % 04/23/1912:26  04/24/19 12:56 5
Selenium 81 J 14 8.0 mg/Kg % 04/23/1912:26  04/24/19 12:56 5
Thallium ND 47 23 mg/Kg T 04/23/1912:26  04/24/19 12:56 5
Vanadium 20 4.7 2.3 mg/Kg % 04/23/1912:26  04/24/19 12:56 5
Zinc 700 23 12 mg/Kg % 04/23/1912:26  04/24/19 12:56 5
Silver ND 7.0 4.2 mg/Kg % 04/23/1912:26  04/24/19 12:56 5
Method: 7471A - Mercury (CVAA)
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Mercury 0.89 0.095 0.057 mg/Kg X 04/171917:32  04/18/19 03:38 1
General Chemistry
Analyte Result Qualifier RL MDL Unit Prepared Analyzed Dil Fac
Total Kjeldahl Nitrogen 68000 6600 4900 mg/Kg 3 04/16/1913:49  04/19/19 17:08 10
Percent Solids 214 0.1 01 % 04/15/19 21:21 1
Total Solids 21 0.050 0.050 % 04/18/19 21:58 1
Ammonia (as N) 10000 1200 230 mg/Kg % 04/17/19 04:00  04/17/19 07:00 1
General Chemistry - Soluble
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
pH 7.9 HF 0.1 0.1 SU o 04/15/19 19:59 1
Eurofins TestAmerica, Irvine
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Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

Method Summary

Job ID: 440-238533-1

Method Method Description Protocol Laboratory
9056 Anions, lon Chromatography SW846 TAL IRV
NO3NO2 Calc Nitrogen, Nitrate-Nitrite EPA TAL IRV
6010B Metals (ICP) SWa46 TAL IRV
T4T1A Mercury (CVAA) SW846 TAL IRV
351.2 Nitrogen, Total Kjeldahl MCAWW TAL IRV
9045C pH SWa46 TAL IRV
Moisture Percent Solid EPA TAL IRV
SM 2540G Total, Fixed, and Volatile Solids SM TAL IRV
SM 4500 NH3 D Ammonia SM TAL IRV
3050B Preparation, Metals SwWa846 TAL IRV
351.2 Nitrogen, Total Kjeldahl MCAWW TAL IRV
T471A Preparation, Mercury SW846 TAL IRV
DI Leach Deionized Water Leaching Procedure ASTM TAL IRV
SM 4500 NH3 B Distillation, Ammonia SM TAL IRV

Protocol References:
ASTM = ASTM International
EPA = US Environmental Protection Agency
MCAWW = "Methods For Chemical Analysis Of Water And Wastes", EPA-600/4-79-020, March 1983 And Subsequent Revisions.
SM = "Standard Methods For The Examination Of Water And Wastewater"
SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.

Laboratory References:

TAL IRV = Eurofins TestAmerica, Irvine, 17461 Derian Ave, Suite 100, Irvine, CA 92614-5817, TEL (949)261-1022

Page 7 of 22
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Client: Encina Wastewater Authority

Project/Site: EWA Pellets April

Lab Chronicle

Job ID: 440-238533-1

Client Sample ID: EWA Pellets

Lab Sample ID: 440-238533-1

Date Collected: 04/11/19 07:15 Matrix: Solid
Date Received: 04/11/19 18:20
Batch Batch Dil Initial Final Batch Prepared
Prep Type Type Method Run Factor Amount Amount Number or Analyzed Analyst Lab
Total/NA Analysis NO3NO2 Calc 1 542320 04/24/19 14:19 NN TAL IRV
Soluble Leach DI Leach 20.00g 40 mL 540417 04/15/19 13:50 CMM TAL IRV
Soluble Analysis 9045C 1 540496 04/15/19 18:41 CMM TAL IRV
Total/NA Analysis Moisture 1 540511 04/15/19 21:21 QTN TAL IRV
Total/NA Analysis SM 2540G 1 541316 04/18/19 21:58 KM TAL IRV
Client Sample ID: EWA Pellets Lab Sample ID: 440-238533-1
Date Collected: 04/11/19 07:15 Matrix: Solid
Date Received: 04/11/19 18:20 Percent Solids: 93.5
Batch Batch Dil Initial Final Batch Prepared
Prep Type Type Method Run Factor Amount Amount Number or Analyzed Analyst Lab
Soluble Leach DI Leach 3.99¢ 40 mL 542064 04/23/19 15:04 HTL TAL IRV
Soluble Analysis 9056 1 5mL 1.0mL 542094 04/23/19 17:57 NTN TAL IRV
Total/NA Prep 3050B 1.99¢g 50 mL 542032 04/23/19 12:26 DT TAL IRV
Total/NA Analysis 6010B 5 542377 04/24/19 12:58 P1R TAL IRV
Total/NA Prep T471A 0.51g 50 mL 541544 04/20/19 11:09 DB TAL IRV
Total/NA Analysis T471A 10 541907 04/20/19 21:20 A1S TAL IRV
Total/NA Prep 351.2 0.1406 g 25 mL 540682 04/16/19 13:49  HTL TAL IRV
Total/NA Analysis 351.2 100 541520 04/19/19 17:27 HTL TAL IRV
Total/NA Prep SM 4500 NH3 B 0.1011g 50 mL 540822 04/17/19 04:00 YZ TAL IRV
Total/NA Analysis SM 4500 NH3 D 1 540850 04/17/19 07:00 YZ TAL IRV
Client Sample ID: EWA Cake Lab Sample ID: 440-238533-2
Date Collected: 04/11/19 07:16 Matrix: Solid
Date Received: 04/11/19 18:20
Batch Batch Dil Initial Final Batch Prepared
Prep Type Type Method Run Factor Amount Amount Number or Analyzed Analyst Lab
Total/NA Analysis NO3NO2 Calc 1 542320 04/24/19 14:20 NN TAL IRV
Soluble Leach DI Leach 19.99¢ 20 mL 540437 04/15/19 15:14 CMM TAL IRV
Soluble Analysis 9045C 1 540502 04/15/19 19:59 CMM TAL IRV
Total/NA Analysis Moisture 1 540511 04/15/19 21:21 QTN TAL IRV
Total/NA Analysis SM 2540G 1 541316 04/18/19 21:58 KM TAL IRV
Client Sample ID: EWA Cake Lab Sample ID: 440-238533-2
Date Collected: 04/11/19 07:16 Matrix: Solid
Date Received: 04/11/19 18:20 Percent Solids: 21.4
Batch Batch Dil Initial Final Batch Prepared
Prep Type Type Method Run Factor Amount Amount Number or Analyzed Analyst Lab
Soluble Leach DI Leach 39749 40 mL 542064 04/23/19 15:04 HTL TAL IRV
Soluble Analysis 9056 1 5mL 1.0 mL 542094 04/23/19 19:40 NTN TAL IRV
Total/NA Prep 3050B 2.00g 50 mL 542032 04/23/19 12:26 DT TAL IRV
Total/NA Analysis 6010B 5 542377 04/24/19 12:56  P1R TAL IRV
Total/NA Prep T471A 04949 50 mL 541005 04/17/1917:32 KE TAL IRV
Total/NA Analysis T471A 1 541210 04/18/19 03:38 DB TAL IRV
Eurofins TestAmerica, Irvine
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Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

Lab Chronicle

Job ID: 440-238533-1

Client Sample ID: EWA Cake
Date Collected: 04/11/19 07:16
Date Received: 04/11/19 18:20

Lab Sample ID: 440-238533-2

Matrix: Solid
Percent Solids: 21.4

Batch Batch Dil Initial Final Batch Prepared
Prep Type Type Method Run Factor Amount Amount Number or Analyzed Analyst Lab
Total/NA Prep 351.2 0.0891¢g 25 mL 540682 04/16/19 13:49 HTL TAL IRV
Total/NA Analysis 351.2 10 541520 04/19/19 17:08 HTL TAL IRV
Total/NA Prep SM 4500 NH3 B 0.1013 g 50 mL 540822 04/17/19 04:00 YZ TAL IRV
Total/NA Analysis SM 4500 NH3 D 1 540850 04/17/19 07:00 YZ TAL IRV

Laboratory References:

TAL IRV = Eurofins TestAmerica, Irvine, 17461 Derian Ave, Suite 100, Irvine, CA 92614-5817, TEL (949)261-1022

Page 9 of 22
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QC Sample Results

Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

Job ID: 440-238533-1

Method: 9056 - Anions, lon Chromatography

Lab Sample ID: MB 440-542064/1-A Client Sample ID: Method Blank
Matrix: Solid Prep Type: Soluble
Analysis Batch: 542094
MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Nitrate as N ND 1.1 0.80 mg/Kg B 04/23/19 17:12 1
Nitrite as N ND 1.5 1.1 mg/Kg 04/23/19 17:12 1
Lab Sample ID: LCS 440-542064/2-A Client Sample ID: Lab Control Sample
Matrix: Solid Prep Type: Soluble
Analysis Batch: 542094
Spike LCS LCS %Rec.

Analyte Added Result Qualifier Unit D %Rec Limits
Nitrate as N 1.3 1.3 mg/Kg o 100 90-110
Nitrite as N 15.2 15.8 mg/Kg 104 90-110
Lab Sample ID: 440-238533-1 MS Client Sample ID: EWA Pellets
Matrix: Solid Prep Type: Soluble
Analysis Batch: 542094

Sample Sample Spike MS MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
Nitrate as N 3.8 12.1 16.2 mg/Kg 3 103 80-120
Nitrite as N 2.2 16.2 18.6 mg/Kg % 101 80-120
Lab Sample ID: 440-238533-1 MSD Client Sample ID: EWA Pellets
Matrix: Solid Prep Type: Soluble
Analysis Batch: 542094

Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Nitrate as N 3.8 12.2 17.0 mg/Kg B 108 80-120 5 20
Nitrite as N 2.2 16.4 19.4 mg/Kg u 105 80-120 4 20

Method: 6010B - Metals (ICP)
Lab Sample ID: MB 440-542032/1-A *5 Client Sample ID: Method Blank
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 542377 Prep Batch: 542032
MB MB

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Antimony ND 10 5.0 mg/Kg " 04/23/1912:26  04/24/19 12:22 5
Arsenic ND 3.0 1.5 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Barium ND 1.5 0.75 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Beryllium ND 0.50 0.25 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Cadmium ND 0.50 0.25 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Chromium ND 1.0 0.50 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Cobalt ND 1.0 0.50 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Copper ND 2.0 1.1 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Lead ND 2.0 1.0 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Molybdenum ND 2.0 1.0 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Nickel ND 2.0 1.0 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Selenium ND 3.0 1.7 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Thallium ND 10 5.0 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Vanadium ND 1.0 0.50 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Zinc ND 5.0 2.5 mg/Kg 04/23/19 12:26  04/24/19 12:22 5
Silver ND 15 0.89 mg/Kg 04/23/19 12:26  04/24/19 12:22 5

Page 10 of 22
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QC Sample Results

Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

Job ID: 440-238533-1

Method: 6010B - Metals (ICP)

Lab Sample ID: LCS 440-542032/2-A *5
Matrix: Solid
Analysis Batch: 542377

Client Sample ID: Lab Control Sample

Prep Type: Total/NA
Prep Batch: 542032

Page 11 of 22

Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Antimony 49.3 443 mg/Kg o 90 80-120
Arsenic 49.3 453 mg/Kg 92 80-120
Barium 49.3 44.8 mg/Kg 91 80-120
Beryllium 9.85 8.82 mg/Kg 90 80-120
Cadmium 24.6 22.3 mg/Kg 91 80-120
Chromium 24.6 227 mg/Kg 92 80-120
Cobalt 49.3 44.7 mg/Kg 91 80-120
Copper 49.3 445 mg/Kg 90 80-120
Lead 24.6 23.1 mg/Kg 94 80-120
Molybdenum 98.5 92.2 mg/Kg 94 80-120
Nickel 49.3 44.8 mg/Kg 91 80-120
Selenium 49.3 40.6 mg/Kg 82 80-120
Thallium 49.3 43.2 mg/Kg 88 80-120
Vanadium 49.3 44.6 mg/Kg 91 80-120
Zinc 98.5 89.2 mg/Kg 91 80-120
Silver 49.3 43.9 mg/Kg 89 80-120
Lab Sample ID: 440-239323-A-20-B MS 75 Client Sample ID: Matrix Spike
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 542377 Prep Batch: 542032
Sample Sample Spike MS MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
Antimony ND F1 49.8 322 F1 mg/Kg B 65 75-125
Arsenic 5.7 49.8 51.0 mg/Kg 91 75-125
Barium 120 49.8 163 mg/Kg 82 75-125
Beryllium 032 J 9.95 9.15 mg/Kg 89 75-125
Cadmium 1.4 249 22.8 mg/Kg 86 75-125
Chromium 17 24.9 40.8 mg/Kg 96 75-125
Cobalt 4.5 49.8 471 mg/Kg 86 75-125
Copper 210 49.8 205 4 mg/Kg -9 75-125
Lead 550 F2 24.9 850 4 mg/Kg 1214 75-125
Molybdenum ND 99.5 88.4 mg/Kg 89 75-125
Nickel 11 49.8 52.9 mg/Kg 84 75-125
Selenium ND 49.8 42.0 mg/Kg 84 75-125
Thallium ND 49.8 46.5 mg/Kg 93 75-125
Vanadium 39 49.8 87.0 mg/Kg 98 75-125
Zinc 200 F1 99.5 267 F1 mg/Kg 72 75-125
Silver ND 49.8 454 mg/Kg 91 75-125
Lab Sample ID: 440-239323-A-20-C MSD 5 Client Sample ID: Matrix Spike Duplicate
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 542377 Prep Batch: 542032
Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Antimony ND F1 49.0 36.3 F1 mg/Kg B 74 75-125 12 20
Arsenic 5.7 49.0 53.9 mg/Kg 98 75-125 6 20
Barium 120 49.0 169 mg/Kg 95 75-125 3 20
Beryllium 032 J 9.80 9.51 mg/Kg 94 75-125 4 20
Cadmium 1.4 245 23.4 mg/Kg 90 75-125 3 20

Eurofins TestAmerica, Irvine
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QC Sample Results

Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

Job ID: 440-238533-1

Method: 6010B - Metals (ICP) (Continued)

Lab Sample ID: 440-239323-A-20-C MSD 5
Matrix: Solid
Analysis Batch: 542377

Client Sample ID: Matrix Spike Duplicate
Prep Type: Total/NA
Prep Batch: 542032

Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Chromium 17 245 42.0 mg/Kg o 102 75-125 3 20
Cobalt 4.5 49.0 48.4 mg/Kg 90 75-125 3 20
Copper 210 49.0 250 4 mg/Kg 83 75-125 20 20
Lead 550 F2 245 678 4F2 mg/Kg 528 75-125 23 20
Molybdenum ND 98.0 91.7 mg/Kg 94 75-125 4 20
Nickel 11 49.0 54.9 mg/Kg 89 75-125 4 20
Selenium ND 49.0 43.2 mg/Kg 88 75-125 3 20
Thallium ND 49.0 47.6 mg/Kg 97 75-125 2 20
Vanadium 39 49.0 89.7 mg/Kg 104 75-125 3 20
Zinc 200 F1 98.0 295 mg/Kg 101 75-125 10 20
Silver ND 49.0 46.6 mg/Kg 95 75-125 3 20
Method: 7471A - Mercury (CVAA)
Lab Sample ID: MB 440-541005/1-A Client Sample ID: Method Blank
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 541210 Prep Batch: 541005
MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Mercury ND 0.020 0.012 mg/Kg © 04/17/1917:32  04/18/19 02:29 1
Lab Sample ID: LCS 440-541005/2-A Client Sample ID: Lab Control Sample
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 541210 Prep Batch: 541005
Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Mercury 0.400 0.346 mg/Kg o 87 80-120
Lab Sample ID: 440-238401-A-1- MS Client Sample ID: Matrix Spike
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 541210 Prep Batch: 541005
Sample Sample Spike MS MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
Mercury 0.068 F1 0.392 0.293 F1 mg/Kg o 57  75-125
Lab Sample ID: 440-238401-A-1-J MSD Client Sample ID: Matrix Spike Duplicate
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 541210 Prep Batch: 541005
Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Mercury 0.068 F1 0.392 0.286 F1 mg/Kg o 56  75-125 2 20
Lab Sample ID: MB 440-541544/1-A Client Sample ID: Method Blank
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 541907 Prep Batch: 541544
MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Mercury ND 0.020 0.012 mg/Kg © 04/20/1911:09  04/20/19 21:00 1
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QC Sample Results

Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

Job ID: 440-238533-1

Method: 7471A - Mercury (CVAA) (Continued)

Lab Sample ID: LCS 440-541544/2-A
Matrix: Solid
Analysis Batch: 541907

Client Sample ID: Lab Control Sample
Prep Type: Total/NA
Prep Batch: 541544

Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Mercury 0.392 0.408 mg/Kg o 104 80-120
Lab Sample ID: 440-239180-A-1-C MS Client Sample ID: Matrix Spike
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 541907 Prep Batch: 541544
Sample Sample Spike MS MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
Mercury ND 0.400 0.344 mg/Kg o 86 75-125
Lab Sample ID: 440-239180-A-1-D MSD Client Sample ID: Matrix Spike Duplicate
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 541907 Prep Batch: 541544
Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Mercury ND 0.400 0.367 ma/Kg o 92  75-125 7 20
Method: 351.2 - Nitrogen, Total Kjeldahl
Lab Sample ID: MB 440-540682/3-A Client Sample ID: Method Blank
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 541520 Prep Batch: 540682
MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Total Kjeldahl Nitrogen ND 5.0 3.7 mg/Kg "~ 04/16/1913:36  04/19/19 16:09 1
Lab Sample ID: LCS 440-540682/4-A Client Sample ID: Lab Control Sample
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 541520 Prep Batch: 540682
Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Total Kjeldahl Nitrogen 50.0 50.1 mg/Kg o 100 90-110
Lab Sample ID: LCSD 440-540682/5-A Client Sample ID: Lab Control Sample Dup
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 541520 Prep Batch: 540682
Spike LCSD LCSD %Rec. RPD
Analyte Added Result Qualifier Unit D %Rec Limits RPD Limit
Total Kjeldahl Nitrogen 50.0 52.4 mg/Kg o 105 90-110 5 20
Lab Sample ID: 440-238464-C-1-F MS ~10 Client Sample ID: Matrix Spike
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 541520 Prep Batch: 540682
Sample Sample Spike MS MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
Total Kjeldahl Nitrogen 59000 9060 68600 4 mg/Kg k= 103 50 - 150
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Client: Encina Wastewater Authority

Project/Site: EWA Pellets April

QC Sample Results

Job ID: 440-238533-1

Method: 351.2 - Nitrogen, Total Kjeldahl (Continued)

Matrix: Solid
Analysis Batch: 541520

Lab Sample ID: 440-238464-C-1-G MSD *10

Client Sample ID: Matrix Spike Duplicate

Prep Type: Total/NA
Prep Batch: 540682

Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Total Kjeldahl Nitrogen 59000 9310 75000 4 mg/Kg = 169 50 - 150 9 35
Method: 9045C - pH
Lab Sample ID: 440-238533-1 DU Client Sample ID: EWA Pellets
Matrix: Solid Prep Type: Soluble
Analysis Batch: 540496
Sample Sample DU DU RPD
Analyte Result Qualifier Result Qualifier Unit D RPD Limit
pH 7.4 HF 73 SuU o 0.5 2
Lab Sample ID: 440-238533-2 DU Client Sample ID: EWA Cake
Matrix: Solid Prep Type: Soluble
Analysis Batch: 540502
Sample Sample DU DU RPD
Analyte Result Qualifier Result Qualifier Unit D RPD Limit
pH 79 HF 7.9 SuU o 0.5 2
Method: Moisture - Percent Solid
Lab Sample ID: 440-238533-1 DU Client Sample ID: EWA Pellets
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 540511
Sample Sample DU DU RPD
Analyte Result Qualifier Result Qualifier Unit D RPD Limit
Percent Solids 93.5 93.7 % o 0.3 20
Method: SM 2540G - Total, Fixed, and Volatile Solids
Lab Sample ID: 440-239140-A-2 DU Client Sample ID: Duplicate
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 541316
Sample Sample DU DU RPD
Analyte Result Qualifier Result Qualifier Unit D RPD Limit
Total Solids 21 21.8 % o 3 10
Method: SM 4500 NH3 D - Ammonia
Lab Sample ID: MB 440-540822/2-A Client Sample ID: Method Blank
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 540850 Prep Batch: 540822
MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Ammonia (as N) ND 10 2.0 mg/Kg "~ 04/17/1904:00  04/17/19 07:00 1
Lab Sample ID: LCS 440-540822/1-A Client Sample ID: Lab Control Sample
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 540850 Prep Batch: 540822
Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Ammonia (as N) 50.0 46.8 mg/Kg o 94 85.115
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Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

QC Sample Results

Job ID: 440-238533-1

Method: SM 4500 NH3 D - Ammonia

Lab Sample ID: 440-238565-A-1-C MS *5
Matrix: Solid
Analysis Batch: 540850

Client Sample ID: Matrix Spike
Prep Type: Total/NA
Prep Batch: 540822

Sample Sample Spike MS MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
Ammonia (as N) 14000 3810 17200 mg/Kg 3 79 75-125
Lab Sample ID: 440-238565-A-1-D MSD ~5 Client Sample ID: Matrix Spike Duplicate
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 540850 Prep Batch: 540822
Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Ammonia (as N) 14000 3820 17900 mg/Kg X 97 75-125 4 15
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Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

QC Association Summary

Job ID: 440-238533-1

HPLCI/IC
Leach Batch: 542064
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Soluble Solid DI Leach
440-238533-2 EWA Cake Soluble Solid DI Leach
MB 440-542064/1-A Method Blank Soluble Solid DI Leach
LCS 440-542064/2-A Lab Control Sample Soluble Solid DI Leach
440-238533-1 MS EWA Pellets Soluble Solid DI Leach
440-238533-1 MSD EWA Pellets Soluble Solid DI Leach
Analysis Batch: 542094
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Soluble Solid 9056 542064
440-238533-2 EWA Cake Soluble Solid 9056 542064
MB 440-542064/1-A Method Blank Soluble Solid 9056 542064
LCS 440-542064/2-A Lab Control Sample Soluble Solid 9056 542064
440-238533-1 MS EWA Pellets Soluble Solid 9056 542064
440-238533-1 MSD EWA Pellets Soluble Solid 9056 542064
Analysis Batch: 542320
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Total/NA Solid NO3NO2 Calc
440-238533-2 EWA Cake Total/NA Solid NO3NO2 Calc
Metals
Prep Batch: 541005
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-2 EWA Cake Total/NA Solid T47T1A
MB 440-541005/1-A Method Blank Total/NA Solid T471A
LCS 440-541005/2-A Lab Control Sample Total/NA Solid T47T1A
440-238401-A-1-1 MS Matrix Spike Total/NA Solid T47T1A
440-238401-A-1-J MSD Matrix Spike Duplicate Total/NA Solid T471A
Analysis Batch: 541210
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-2 EWA Cake Total/NA Solid T471A 541005
MB 440-541005/1-A Method Blank Total/NA Solid 747T1A 541005
LCS 440-541005/2-A Lab Control Sample Total/NA Solid T471A 541005
440-238401-A-1-1 MS Matrix Spike Total/NA Solid T471A 541005
440-238401-A-1-J MSD Matrix Spike Duplicate Total/NA Solid 747T1A 541005
Prep Batch: 541544
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Total/NA Solid 747T1A
MB 440-541544/1-A Method Blank Total/NA Solid T471A
LCS 440-541544/2-A Lab Control Sample Total/NA Solid 747T1A
440-239180-A-1-C MS Matrix Spike Total/NA Solid 747T1A
440-239180-A-1-D MSD Matrix Spike Duplicate Total/NA Solid T471A
Analysis Batch: 541907
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Total/NA Solid 747T1A 541544
MB 440-541544/1-A Method Blank Total/NA Solid T47T1A 541544
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Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

QC Association Summary

Job ID: 440-238533-1

Metals (Continued)

Analysis Batch: 541907 (Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
LCS 440-541544/2-A Lab Control Sample Total/NA Solid T471A 541544
440-239180-A-1-C MS Matrix Spike Total/NA Solid 7471A 541544
440-239180-A-1-D MSD Matrix Spike Duplicate Total/NA Solid T471A 541544
Prep Batch: 542032
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Total/NA Solid 3050B
440-238533-2 EWA Cake Total/NA Solid 3050B
MB 440-542032/1-A A5 Method Blank Total/NA Solid 3050B
LCS 440-542032/2-A "5 Lab Control Sample Total/NA Solid 3050B
440-239323-A-20-B MS 5 Matrix Spike Total/NA Solid 3050B
440-239323-A-20-C MSD 5 Matrix Spike Duplicate Total/NA Solid 3050B
Analysis Batch: 542377
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Total/NA Solid 6010B 542032
440-238533-2 EWA Cake Total/NA Solid 6010B 542032
MB 440-542032/1-A A5 Method Blank Total/NA Solid 6010B 542032
LCS 440-542032/2-A "5 Lab Control Sample Total/NA Solid 6010B 542032
440-239323-A-20-B MS 5 Matrix Spike Total/NA Solid 6010B 542032
440-239323-A-20-C MSD 75 Matrix Spike Duplicate Total/NA Solid 6010B 542032
General Chemistry
Leach Batch: 540417
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Soluble Solid DI Leach
440-238533-1 DU EWA Pellets Soluble Solid DI Leach
Leach Batch: 540437
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-2 EWA Cake Soluble Solid DI Leach
440-238533-2 DU EWA Cake Soluble Solid DI Leach
Analysis Batch: 540496
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Soluble Solid 9045C 540417
440-238533-1 DU EWA Pellets Soluble Solid 9045C 540417
Analysis Batch: 540502
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-2 EWA Cake Soluble Solid 9045C 540437
440-238533-2 DU EWA Cake Soluble Solid 9045C 540437
Analysis Batch: 540511
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Total/NA Solid Moisture
440-238533-2 EWA Cake Total/NA Solid Moisture
440-238533-1 DU EWA Pellets Total/NA Solid Moisture
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Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

QC Association Summary

Job ID: 440-238533-1

General Chemistry

Prep Batch: 540682

Page 18 of 22

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Total/NA Solid 351.2
440-238533-2 EWA Cake Total/NA Solid 351.2
MB 440-540682/3-A Method Blank Total/NA Solid 351.2
LCS 440-540682/4-A Lab Control Sample Total/NA Solid 351.2
LCSD 440-540682/5-A Lab Control Sample Dup Total/NA Solid 351.2
440-238464-C-1-F MS M0 Matrix Spike Total/NA Solid 351.2
440-238464-C-1-G MSD M0 Matrix Spike Duplicate Total/NA Solid 351.2
Prep Batch: 540822
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch n
440-238533-1 EWA Pellets Total/NA Solid SM 4500 NH3 B
440-238533-2 EWA Cake Total/NA Solid SM 4500 NH3 B
MB 440-540822/2-A Method Blank Total/NA Solid SM 4500 NH3 B
LCS 440-540822/1-A Lab Control Sample Total/NA Solid SM 4500 NH3 B
440-238565-A-1-C MS "5 Matrix Spike Total/NA Solid SM 4500 NH3 B
440-238565-A-1-D MSD "5 Matrix Spike Duplicate Total/NA Solid SM 4500 NH3 B
Analysis Batch: 540850
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Total/NA Solid SM 4500 NH3 D 540822
440-238533-2 EWA Cake Total/NA Solid SM 4500 NH3 D 540822
MB 440-540822/2-A Method Blank Total/NA Solid SM 4500 NH3 D 540822
LCS 440-540822/1-A Lab Control Sample Total/NA Solid SM 4500 NH3 D 540822
440-238565-A-1-C MS 75 Matrix Spike Total/NA Solid SM 4500 NH3 D 540822
440-238565-A-1-D MSD "5 Matrix Spike Duplicate Total/NA Solid SM 4500 NH3 D 540822
Analysis Batch: 541316
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Total/NA Solid SM 2540G
440-238533-2 EWA Cake Total/NA Solid SM 2540G
440-239140-A-2 DU Duplicate Total/NA Solid SM 2540G
Analysis Batch: 541520
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
440-238533-1 EWA Pellets Total/NA Solid 351.2 540682
440-238533-2 EWA Cake Total/NA Solid 351.2 540682
MB 440-540682/3-A Method Blank Total/NA Solid 351.2 540682
LCS 440-540682/4-A Lab Control Sample Total/NA Solid 351.2 540682
LCSD 440-540682/5-A Lab Control Sample Dup Total/NA Solid 351.2 540682
440-238464-C-1-F MS M0 Matrix Spike Total/NA Solid 351.2 540682
440-238464-C-1-G MSD 70 Matrix Spike Duplicate Total/NA Solid 351.2 540682
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Definitions/Glossary

Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

Job ID: 440-238533-1

Qualifiers

Metals

Qualifier Qualifier Description

4 MS, MSD: The analyte present in the original sample is greater than 4 times the matrix spike concentration; therefore, control limits are not
applicable.

F1 MS and/or MSD Recovery is outside acceptance limits.

F2 MS/MSD RPD exceeds control limits

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

General Chemistry

Qualifier Qualifier Description

4 MS, MSD: The analyte present in the original sample is greater than 4 times the matrix spike concentration; therefore, control limits are not
applicable.

HF Field parameter with a holding time of 15 minutes. Test performed by laboratory at client's request.

Glossary

Abbreviation These commonly used abbreviations may or may not be present in this report.

=3 Listed under the "D" column to designate that the result is reported on a dry weight basis

%R Percent Recovery

CFL Contains Free Liquid

CNF Contains No Free Liquid

DER Duplicate Error Ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL Detection Limit (DoD/DOE)

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision Level Concentration (Radiochemistry)

EDL Estimated Detection Limit (Dioxin)

LOD Limit of Detection (DoD/DOE)

LOQ Limit of Quantitation (DoD/DOE)

MDA Minimum Detectable Activity (Radiochemistry)

MDC Minimum Detectable Concentration (Radiochemistry)

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not Detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RER Relative Error Ratio (Radiochemistry)

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)

Page 19 of 22

Eurofins TestAmerica, Irvine

4/29/2019
Denali_006972



Client: Encina Wastewater Authority
Project/Site: EWA Pellets April

Accreditation/Certification Summary

Job ID: 440-238533-1

Laboratory: Eurofins TestAmerica, Irvine
Unless otherwise noted, all analytes for this laboratory were covered under each accreditation/certification below.

Authority Program

EPA Region

Identification Number

Expiration Date

California State Program

9

CA ELAP 2706

06-30-19

The following analytes are included in this report, but the laboratory is not certified by the governing authority. This list may include analytes for which

the agency does not offer certification.

Analysis Method Prep Method Matrix Analyte

351.2 351.2 Solid Total Kjeldahl Nitrogen
9056 Solid Nitrate as N

9056 Solid Nitrite as N

Moisture Solid Percent Solids
NO3NO2 Calc Solid Nitrate Nitrite as N

SM 2540G Solid Total Solids

SM 4500 NH3 D SM 4500 NH3 B Solid Ammonia (as N)
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Login Sample Receipt Checklist

Client: Encina Wastewater Authority

Login Number: 238533
List Number: 1
Creator: Soderblom, Tim

Job Number: 440-238533-1

List Source: Eurofins TestAmerica, Irvine

Question Answer Comment
Radioactivity wasn't checked or is </= background as measured by a survey True

meter.

The cooler's custody seal, if present, is intact. N/A Not present
Sample custody seals, if present, are intact. N/A Not Present
The cooler or samples do not appear to have been compromised or True

tampered with.

Samples were received on ice. True

Cooler Temperature is acceptable. True

Cooler Temperature is recorded. True

COC is present. True

COC is filled out in ink and legible. True

COC is filled out with all pertinent information. True

Is the Field Sampler's name present on COC? True

There are no discrepancies between the containers received and the COC. True

Samples are received within Holding Time (excluding tests with immediate True

HTs)

Sample containers have legible labels. True

Containers are not broken or leaking. True

Sample collection date/times are provided. True

Appropriate sample containers are used. True

Sample bottles are completely filled. True

Sample Preservation Verified. N/A

There is sufficient vol. for all requested analyses, incl. any requested True

MS/MSDs

Containers requiring zero headspace have no headspace or bubble is True

<6mm (1/4").

Multiphasic samples are not present. True

Samples do not require splitting or compositing. True

Residual Chlorine Checked. N/A

Eurofins TestAmerica, Irvine
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